Inexpensive temperature monitor for heated humidifiers.
A commercially available indoor/outdoor electronic thermometer has been adapted to monitor both airway gas temperature and operating room temperature when heated humidifiers are used. Heated humidifiers that do not have temperature monitoring capabilities pose a risk of dangerously high inspired gas temperatures.